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EXECUTIVE SUMMARY
Western Research Institute conducted a study to define the various parameters that need to be considered in the design and use of a downhole submersible photoionization detector (PID) probe to measure volatile organic compounds (VOCs). Detector response under various conditions, including saturated humidity environments, temperature, and analyte concentration was studied. The relative responses for several VOC analytes were measured. The partitioning of VOCs between water and air was studied as a function of analyte concentration and temperature. The Henry's law constant governing this partitioning represents an ideal condition at infinite dilution for a particular temperature. The results show that this partitioning is not ideal. Conditions resulting in apparent, practical deviations from Henry's law include temperature and VOC concentration.
Studies with membranes show that membranes that allow passage of VOCs also allow some passage of water vapor. A membrane could play a useful r d e in protecting the sensor from direct contact with liquid water down hole. A porous poly(tetrafluoroethy1ene) (PTFE) membrane allows for a rapid passage of VOCs. The rate of diffusion to the sensor with or without a membrane might be a limiting factor for rapid measurements. Various means of mixing may need to be considered.
vi
OBJECTIVES
The objectives of this study were to define the variables that need to be considered in the design and use of a downhole submersible photoionization detector (PID) probe to measure volatile organic compounds (VOCs). These include the performance of prototype probes under a variety of conditions, the partitioning of VOCs between water and air, and various means of protecting a probe from exposure to liquid water.
INTRODUCTION Volatile Oryanic Compounds as Key Indicators
Studies of data from 500 sites show that volatile organic compounds (VOCs) are the most sigdicant organic contaminants in groundwater associated with disposal sites (Plumb 1992) . These represented 75% of events involving organic contamination in Superfund and Resource Conservation Recovery Act (RCRA), and municipal landfill sites. Plumb (1992) found an identical mathematical relationship between VOCs and organic priority pollutants detected. He suggests that monitoring for VOCs be used as an early warning system for excursions, to indicate the need for more extensive laboratory analysis for organics, and that statistical considerations show that this will work correctly more than 90% of the time.
The extensive work leading to the conclusion that key VOC indicator monitoring could eventually replace some current indicator monitoring strategies was led by R. Plumb under a Lockheed contract to the Environmental Protection Agency. The top 18 VOCs of interest are listed in Table 1 (Plumb 1991) . A similar, but not identical list was developed for sites in Germany (Kerndorff et al. 1992 ).
The trend towards monitoring volatile organic compounds as key indicators for excursion events provides an opportunity for the development of simple and reliable monitoring instrumentation. The devices must be able to detect VOCs either in groundwater or in the headspace above the ground water. Headspace can be either in the air above the water table in a well, or a headspace artificially created below the surface of the water by a membrane or other device. The principle of operation for a passive headspace device is Henry's law, which states that the partial pressure Pi, or concentration of a volatile component in the headspace is proportional to its concentration in the aqueous solution Ci: 
Current Methods
Several approaches have been proposed for downhole monitoring of VOCs in the field. One approach uses refractive index attenuation on a coated optical fibers (Le Goullon and Goswami 1990, Oxenford et al. 1989) . Another probe uses a chemical reaction in a basic medium to form a color in the presence of trichloroethylene (Milanovich et al. 1986 ). A radio frequency-induced helium plasma optical emission spectrometer has been designed to measure some volatile chlorinated compounds (Olsen et al. 1989) . Another probe uses a heated LaF, doped element heated to 600°C to measure volatile chlorine containing compounds (Stetter and Cao 1990) . The above devices all contribute some progress towards resolving the problem of monitoring for some of the VOC indicator compounds at various levels, but all have limitations.
The purpose of the current work is to design, evaluate, and construct instrumentation based on photoionization detection for monitoring selected VOCs in groundwater at least to the low mg/L high pg/L level. The ionization potentials for these compounds determine whether or not they can be detected by sensors with 10.6 eV or 11.7 eV PID lamps. The compounds listed in Table 1 that can be detected in this manner are noted. The chlorinated aliphatic hydrocarbons, which do not possess a double bond, can be ionized with a higher energy 1 1.7 eV lamp (Driscoll and Becker 1979) . Although these are available, the lithium fluoride window material required is susceptible to water vapor damage. This results in a short lamp life, which precludes its routine use. Thus, only the 10.6 eV lamp with a more stable magnesium fluoride window was chosen for the current work. Additional approaches will be needed to measure the chlorinated aliphatic hydrocarbons.
The detector system must also be able to work in an environment of varying and often high relative humidity. Response characteristics and background levels must be evaluated at different relative humidities.
EXPERIMENTAL DETAILS
Various configurations of photoionization detectors were designed and built as part of this study. The main differences were the position and geometry of the accelerator and collector and the presence or absence of a flow-through system. The humidity, inert gas/air, concentration and temperature studies were performed with a PID lamp current of 0.25 mA.
Electronics
The electronics consisted of an electrometer, a high-voltage power supply, and control circuitry. The electrometer provided the accelerating voltage (-100 V DC) and measured the current in the collector circuit. The electrometer was a Keithley model 617.
The high-voltage power supply was a Bertan model 230-03R. This provided the voltage for starting the lamp (-1,100 V DC) and operating it (-300 V DC).
Gas Chromatomaphs
The gas chromatograph (GC) used for the determination of toluene for the PID response experiments was a Hewlett-Packard 5890A equipped with an HNU PI-52, 10.6 eV photoionization detector. The column was a J&W DB-624 30 m x 0.53 mm operated isothermally at 75°C (167°F). Standardization was with toluene standards in methanol solution. The GC results were not affected by the presence or absence of water vapor in the sample.
The gas chromatograph used to determine the VOC mixtures for the membrane equilibrium studies was a Hewlett-Packard 5890A equipped with a flame ionization detector. The column was a J&W DB5 30 m x 0.53 mm operated at 40°C (5 min) ramped to 140°C at lO"/min. Standardization was with the appropriate VOC in methanol solutions.
Chemicals
Distilled water was prepared by passing tap water through a carbon absorption bed prior to distillation in an all-glass apparatus with Teflon tubing. It was stored in glass containers prior to use. Methanol was reagent grade firom commercially available sources. The VOC standards were reagent grade or better from commercially available sources.
RESULTS AND DISCUSSION
itial PID Prototype Stu dies ..
Following some preliminary efforts with early prototypes, two prototype down hole PID detectors were designed for testing. These used 10.6 eV lamps with 6.9 mm MgF, window diameters (EG&G FK-794U) and were designated PID3 and PID4. The main difference between the two was that PID4 had the collector separated from the window by a thin Teflon washer to maxirnize sensitivity, while PID3 had a solid Teflon insulator providing more separation between the window and the collector to minimize response to water vapor. A schematic of a typical PID is shown in Figure 2 ). The volume of the apparatus, including the six ports and top was 174 cm'. For the experiments relating toluene concentration to PID response, portions of toluene vapor above a pool of liquid toluene in a separate glass container were injected into the chamber through the uppermost septum port and allowed to equilibrate for 15 minutes. The required equilibration time was determined experimentally by measuring the toluene vapor concentration above a liquid pool of toluene at all six septa ports as a function of time.
Figure 2. Sensor Test Cell Apparatus
Immediately after reading the response from the PID sensor, a vapor sample was drawn from the detector cell through a small hole sample port blocked by a Teflon plug when not in use. The sample was injected into the GCRID instrument, and the actual concentration was measured. The experiments with toluene were conducted with and without the presence of saturated water vapor conditions. For saturated water vapor conditions, ajar containing 30 mL pre-boiled water was placed in the equilibrium chamber overnight. Toluene vapor was injected into the uppermost septum port as opposed to making solutions of toluene in water. Even below the solubility limit of toluene in water of 514 mg/L at 2O0C(68"F) (Mackay and Yeun 1983) , an aqueous solution could not be made directly. Each attempt resulted in some toluene floating to the surface of the water and evaporating to give artificially high readings of vapor above toluene liquid. This was probably due to a slow rate of dissolution.
A typical response profile for PID3 in dry air conditions is shown in Figure 3 . The response is not quite linear. During the course of these studies, the lamps were subjected to alternate exposures to saturated water vapor conditions and dry air. The behavior of the lamps was reversible.
By using dry air to purge the PID4 sensor after continuous exposure to saturated water conditions for six weeks, the dry air response conditions were restored. Some typical results extracted from the many measurements made with PID3 and PID4 are provided in Table 2 . The background and sensitivities vary slightly over a series of measurements. The sensitivities were measured in pA at toluene concentration levels of about 2-30 vppm and were calculated to response per vppm for comparison, assuming a linear response in the region of interest. For both PlD3 and PID4, saturated water vapor conditions decrease the sensitivity by at least a factor of two.
For the same set of conditions (wet, dry), the sensitivity of PlD4 is at least three times higher than for PID3. Water vapor has a dramatic effect on the background current for PID4, however, which would make it difficult to interpret a signal from this detector. The effect on PID3 is less dramatic. It appears possible that a si@cant signal could be observed for a toluene level above 1 vppm. The PID3 design was less affected by water vapor, and thus could be used as a sensor in a probe design. Thus, although having the collector near the window results in greater sensitivity in dry air, any advantage is lost in high humidity environments. These results indicate the desirability of excluding water vapor from the measurement system or using a probe design that is minimally affected by water vapor.
The response characteristics of PID3 and PID4 in dry air were compared to the responses in inert gases, which do not contain okygen which absorbs the ionizing light. Measurements were made at toluene levels ranging from 1 to 3 vppm. The results are listed in Table 3 . For PID3, the background (photoelectric) currents are similar in argon and nitrogen, but lower for air. For PID4, the background currents are similar in air and nitrogen. For PID3, the sensitivities to toluene are similar for both inert gases and lower in air. For PID4, the sensitivities in nitrogen are greater than the sensitivities in air. These observations can be related to the presence of oxygen in air, which absorbs a significant amount of the ionizing radiation in PID3, where the collector was mounted farther away from the window than in P W , where the collector was mounted near the window. To further characterize the response of PID3 over time, the detector was kept in a saturated humidity environment for about two months. The background signal and response to toluene vapor under both dry and high-humidity conditions were measured before and after this period ( Table 4) . The results show that although there was some change over time in the high-humidity environment, the dry response conditions were restored upon purging with dry air. To study the performance of the PID sensors under saturated humidity conditions with vapor in equilibrium with water, a sparger apparatus was constructed. A schematic diagram of the device is shown in Figure 4 . Except for the sensor and housing, all wetted parts are Teflon, glass, or stainless steel. The pump was an ASF pump with Teflon diaphragm. The volume of water used was 4.000 L, which constituted about 91% of the total system volume of 4.402 L. To test the device, PID3 was used as the sensor, and various volumes of toluene vapor were injected into the water with the pump on at an air flow rate of -4umin (Table 5 ). Both PlD3 sensor and GC readings were taken at 3 minutes after injection. Preliminary studies showed that equilibration time is 1 minute, and there was no noticeable loss of toluene vapor in the system within a 5-minute test interval. The results show a lower saturated water background for PID3 than in Table 2 , with a signal of 3x this background corresponding to 0.57 vppm toluene. Possibly this is due to the movement of air across the sensor. Experiments also showed that when the sparger pump was shut off, the signal from PID3 dropped dramatically within a few seconds. We believe this is probably caused by the depletion of sample in the light path due to ionizatioddestruction of the toluene vapor. 
Henry's Law Constants
The sparger apparatus was used to evaluate Henry's law constants for VOCs of interest under a variety of conditions. Henry's law constants are defined as infinite dilution and can vary with concentration (Nielsen et al. 1994) . Preliminary studies were conducted with toluene to establish optimal experimental conditions. To calculate an Hi value, a portion of toluene was injected into the sparger with the stirrer and recirculating pump on. The concentration of toluene in vppm was determined by GC in the headspace and was divided into the concentration of the toluene in the water in mg/L based on the amount of toluene added to the water. The initial concentration in the water was corrected for the amount of toluene found in the headspace. For 4.000 L water volume and 402 mL headspace volume, the corrections were made for only about a 1-2% decrease in concentration resulting from the volatilization of a small amount of toluene into the headspace. This is much smaller than the total estimated combined analytical error of 10% from the standardization and determination of toluene vapor concentrations by GC. In the few cases where experiments were set up with the headspace comprising more than 10% of total system volume, the correction for depletion of the VOCs in water was more significant.
Preliminary experiments showed that results from injections of toluene did not differ significantly from injections of liquid toluene, toluene vapor, 10% (vol./vol.) weighed toluene in methanol solutions. Dewulf et al(1995) found that the use of VOC standards in methanol does not affect the results of Hi measurements. The injection of portions of a 10% toluene solution in methanol is easier to control accurately than injections of headspace vapor or pure liquid toluene. Some work was performed to confm that there was no significant difference in results from the injection of pure toluene or the more easily handled 10% toluene in methanol solution. The experiments were run at room temperature, and the actual temperature for each set was recorded. The results are provided in Table 6 .
The data show that there is no significant difference in results for the liquid toluene or the 10% toluene in methanol solutions run at temperatures of 20-21 "C (68-70°F). There is a difference, however for the experiment performed at 24°C (75°F). The average Hi values compare favorably with the value of 45.4 vppm/mg/L at 18.2"C (65°F) and values ranging from 59.5 to 73.6, with an average of 68.3 vppdmgL at 25°C (77°F) reported by Dewulf et al. (1995) . The volumes of the methanol aliquots added are known to three significant figures, while the small microliter volumes of liquid toluene are difficult to measure accurately. For the subsequent experiments involving the measurement of VOC air to water partition rations, 10% solutions of the VOCs in methanol were used.
Experiments with both toluene and trichloroethylene (TCE) were performed to define the variables involved in practical deviations from the ideal behavior described by Henry's law. The measured vapor-to-liquid concentration ratios, H,, for toluene and trichloroethylene are shown as a function of concentration at various temperatures in Figures 5 and 6 , respectively. As the concentrations in water increase, Hi decreases. One possible reason for this apparent non-ideal behavior is that as the concentration VOCs dissolved in water increases, the water becomes no longer pure water. The mixture can effectively retain more VOCs in solution than would be predicted by the ideal Hi value, which is defined at infinite dilution. The effect of a relatively small amount of material dissolved in a pure solvent on solvent strength and other properties is well known (Snyder 1968) . The variations become more dramatic at the higher temperatures for both VOC compounds, with smaller changes in Hi occurring at the lower temperatures. At 33°C (9 1 OF), as infinite dilution is approached for toluene, the asymptotic ratio of vppm/mgL indicates that essentially all the toluene will enter the vapor phase ( Figure 5 ). For purposes of downhole monitoring of headspace in water wells, however, the temperature of most interest is near 11°C (52"F), which is typical for shallow groundwater in the U.S. (van der Leeden et al. 1990) . In this temperature region, deviations of Hi with concentration are apparent but not as severe as at higher temperatures.
To ensure that the concentration dependence of Hi was not specific to the sparger apparatus, similar experiments were performed in a 2000 cm3 round glass flask containing 1800 cm3 of water. Aliquots of toluene were added from 10% toluene in methanol solution through a Mininert valve. The flask was shaken by hand for 3 minutes in a room thermostatted to 10-12°C (50-54"F), and a sample of the air was then analyzed by GC. The results are shown in Figure 7 . The data from both the sparger and the round flask are virtually identical. Toluene Concentration, mg/L
Figure 7. Comparison of Results with Air Sparger and Shaken Flask
Another consideration is the response of the PID detector as a function of vapor concentration and temperature. The response profiles for PID3 in the sparger apparatus for toluene and TCE are shown in Figures 8 and 9 , respectively. At the primary temperature of interest, 10-12°C (50-54"F), the detector response shows significant curvature as it increases to about 16 nA output, which corresponds to a toluene headspace concentration of about 1000 vppm or a TCE concentration of about 800 vppm. At temperatures of 29-33°C (84-91°F), the response increases initially, then decreases with increasing concentration. At 5"C, the response for toluene at 500 vppm is 16 nA and shows little curvature. The decreased response of the PID with increasing temperature is possibly due to the saturated humidity conditions inherent in the sparger apparatus. The absolute humidity, or number of water molecules in the air absorbing the excitation light, increases with temperature.
Measur in% VOCs in Wate r
The responses of detector PID3 in nA as a function of aqueous concentrations of toluene and TCE are shown in Figures 10 and 1 1 , respectively. These response profiles are a combination of all the effects discussed above and reflect the practical interpretation of a PID headspace detector signal The profiles for toluene are similar for temperatures ranging from 5 to 19°C (4 1 to 42°F) and show a saturation effect with concentration at 26°C (79°F) and 33°C (91 OF). A similar trend is observed for TCE (Figure 1 I) . Lists of simple relative responses for VOCs in relatively dry air have been published (Langhorst 1981 and DriscoU and Becker 1979) . These cannot be used directly for relating the aqueous concentration from a probe in headspace. Interpreting the signal must take into account the identity of the component and the particular calibratiordresponse curve, which is a function of the water temperature.
The response of detector PID3 at 12°C (54°F) in the sparger with toluene and TCE near the detection limit is provided in Table 7 . The blank response was 13 PA. The data show that the detection limit is near 1 vppm for toluene and TCE, if 3x the blank signal is used as the criterion. This is an estimate only, since other criteria could be used. The data also show that the Hi values do not vary with concentration at these low water concentration levels. The average Hi for toluene is 36.0 vppm/mg/L for toluene and 41.3 vppdmg/L for TCE (Table 7) . Dewulf et al. (1995) reported values (converted to vppdmgL) of 26.8 at 10°C (50°F) and 45.4 at 18°C (64°F) for toluene, and 24.8 at 10°C (50°F) and 46.7 at 18°C (64°F) for TCE. 
Membrane Stud ies
The possible use of membranes to prevent liquid water from reaching a sensor and to minimize the amount of water vapor in a sensor chamber was explored. Various uses of membranes for VOC measurements in water have been described (Stetter and Cao 1990 , Strike et al. 1993 , Anheier et al. 1993 ).
To study membrane behavior, some systematic membrane screening experiments were designed. A glass equilibrium chamber was built (Figure 12) . A Teflon-lined septum was installed at both ends of the chamber, which was divided into two equal volume sections of 130 cm3 by the membrane being tested. The membrane diameter exposed to the vapors was 29 mm. Various membrane materials were evaluated by injecting 5.0 mL of saturated organic vapors from above a liquid mixture of volatile organic compounds into one side of the membrane (side A) and measuring the vapor concentrations by GC/FID on both sides (sides A and B) of the membrane after set time intervals of 1 hour and 18 hours at room temperature. For each time interval used, a separate experiment was run. Three different liquid mixtures of VOC liquids were used to provide vapors. These were chosen because the mixture components could be separated by GC, and each mixture contained some aromatic and halogenated standards, which would allow for qualitative repeatability checks when a membrane was studied with each mixture. The compositions of the mixtures are shown in Table 8 , along with the results of a typical set of membrane evaluation experiments with 0.025 mm thickness polyethylene (PE). The percent area denotes the amount of area in a GC chromatogram for a compound on one side of the membrane divided by the total of the areas for that compound measured on both sides of the membrane. The membranes that were tested and their ability to pass organic Table 9 . For membranes exposed to saturated water vapor, the results show essentially complete water vapor passage through the membranes with pores, with less than complete passage after 18 hours for the membranes without pores ( Table 10 ). The results show that the amount of water vapor passed by the nonporous membranes PE and poly(si1oxane) in a given period is a function of the thickness of the particular membrane. For such membranes, permeation is directly proportional to the product of the area of a membrane, the pressure differential and a permeability constant and is inversely proportional to the membrane thickness (Hoch and Kok 1963) . Permeation also is a function of temperature (Greenwalt et al. 1983) . For the membranes exposed to water vapor, the most complete permeation to the VOCs with the smallest water vapor permeation was the 0.254 mm poly(siloxane), in one hour, followed by the 0.061-mm-thick PE, in 18 hours. The permeation of water vapor through the porous membranes that passed the VOC vapors completely in one hour was 78.7-87.3% of compIete permeation in the same period. The permeation of water vapor through these porous membranes and the non-porous membranes poly(siloxane) and PE to equal levels on both sides takes longer than the permeation of the VOC vapors at the levels studied. The rates vary, however, with the passage of both VOCs and water vapor through the porous membranes being significantly faster ' than for the nonporous membranes. To further study the behavior of the nonporous membranes PE and poly(si1oxane) and a porous poly(tetrafluoroethy1ene) (PTFE) membrane, one membrane of each type was studied. The membranes chosen were the 0.254-mm poly(siloxane), 0,025-mm PE, and 0.0211 pore size PTFE.
The thicker PE (0.025 mm) membrane was used, since it was stronger than the 0.015-mm-thick PE. The permeation of VOCs was studied from both aqueous solution and the headspace above an aqueous solution using the equilibrium chamber configurations shown in Figure 13. 130cc Air Membrane ' 1Occ Air f2Occ Water
Figure 13. Equilibrium Chamber Configurations for Aqueous Solution Studies
All results were compared to the VOC vapor concentrations without a membrane in the headspace above the upright configuration of the chamber shown on the left in Figure 13 . Initial studies showed that the results varied with fluctuating room temperature. Therefore, the experiments were performed in a controlled temperature room set at about 10-12°C (50-54°F). Four VOCs were used: methylene chloride, chloroform, 1 ,2-dichloroethane7 and toluene (Mix 1 from Table 8 ). These were injected in 2 mL of methanol solution containing from 1.64-4.68 mg/L of each VOC, resulting in about 120 mL aqueous solution with concentrations ranging from 27.3-78.0 pg/lmL of each VOC. Each experiment was run at least in duplicate for a one-hour and an 18-hour period. The concentration of each VOC in vppm was divided by the concentration of the control (no membrane) to yield a value of percent permeation. The vppm values were not related to expected Henry's law constant values, since the experiment was designed to measure permeation across the membranes only (Table 11 ). For actual measurements of VOC concentrations in water samples, some additional means of agitation would be needed. The results show that PTFE passed all four standards completely in one hour in the upright configuration (air contacting the membrane). The passage of VOC vapors is not complete at one hour for the non-porous membranes but is nearly complete at 18 hours for some of the VOCs.
Another experiment showed that of VOCs through the porous PTFE was complete in 10 minutes. Thus, it appears that the PTFE does not provide any significant barrier to VOC passage when compared to the same configuration with no mmbrane present. For all three membranes, the passage of VOCs was more rapid for the upright (air contacting the membrane) than for the inverted (water contacting the membrane) positions. For the nonporous membranes, there appears to be some selectivity between the aromatic and chlorinated compounds. After 18 hours, PE passes toluene completely, but not the chlorinated compounds, while the opposite occurs with poly(si1oxane). The behavior of a 0 . 2~ porous PTFE membrane (with polypropylene screen backing removed) is essentially identical to the 0.02~ porous membrane (Table 1 l), indicating that in this pore size range, the non-polar nature of PTFE rather than the pore size controls its behavior.
The results imply that a porous PTFE membrane is suitable for protecting a sensor from liquid water if there is some air above the water level in contact with the membrane. If the membrane is in full contact with the water on one side, the exchange of VOCs is slowed significantly. The transport from air through porous PTFE is rapid, which is a necessary condition for rapid, short term measurements. For longer term monitoring, the non-porous PE or poly(si1oxane) membranes could be useful in protecting a sensor. The chemical selectivity exhibited by these latter two membranes possibly could be used to advantage for selective monitoring of specific VOC chemical classes.
CONCLUSIONS
The results of this study show that it is possible to measure toluene to a level near 1 vppm with a down hole PID sensor device with a 0.25 mA lamp current. This corresponds to a headspace level above a 14 pg/L (ppb) toluene solution in water at 25°C (77°F). Thus, a device which maintains a headspace above the water level could be used for subsurface analysis and monitoring applications. A value for Hi represents an ideal condition at infinite dilution for a particular temperature. Thus, a single Hi value for a particular VOC such as toluene can provide only an approximation of concentration in the field. The data show that conditions resulting in apparent, practical deviations from Henry's law include temperature and VOC concentration.
Studies with membranes show that membranes which allow passage of VOCs also allow some passage of water vapor. A membrane could play a useful role in protecting the sensor from direct contact with liquid water down hole. The porous PTFE membrane allows for a rapid passage of VOCs for rapid measurements, while the 0.254 mm poly (siloxane) membrane seem to have the least water vapor permeation for possible long term monitoring. The rate of diffusion to the sensor might be a limiting factor for rapid measurements. Various means of mixing may need to be considered.
